1a. Attaching the Temp Probe Connector

With the black side facing down, slide the black connector at the end of the probe cord into the notches on the probe holder as shown.

1b. Attaching the Temp Probe Connector

Rotate the connector up until it snaps into the retention notches (shown in red). The connector should fit snugly.

2. Assembling the Temp Module for Use

a. Slide the probe cover box holder onto the temperature module.
b. Place probe in well.
c. Place the probe cover box into the holder.