
Adstation Wall Mount Addendum

Recommended mounting height for Adstation equipped with Adview 2.
We recommend a mounting height of 60-63'' from floor to top of the Wallboard 
for Adstations equipped with an Adview 2 Modular Diagnostic Station.

This will allow better readability
of the LCD from a variety of
operator heights.

Before permanently mounting
the wallboard ensure the height
selected suits your practice.
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