
1a.
Attaching the Temp Probe Connector

        a. Thread probe connector through probe connector housing.
        b. Align probe connector as shown and push gently until it 
        clicks into place.
        c. Pull excess probe cord through slot in probe connector
        housing and slide into place as shown.

1b.
Attaching the Temp Probe Connector

        Probe connector housing should be fully
        seated against rear cover with no visible gaps.

2.
Assembling the Temp Module for Use

A. Slide the back cover onto the temperature
    onto module.
B.  Place probe in well.
C.  Place the probe cover box into the holder.
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